
Maintenance Allocation Chart 
 

6525-01-312-6411 
X-Ray Apparatus, Radiographic/Fluoroscopic, Model CS-8952 

 
[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

 
(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

00 X-Ray Apparatus Inspect O   
  Test O 01, 02, 20, 

21, 05, 14, 26
 

  Service O 01, 02, 20, 
21, 05, 14, 26

 

  Repair O 01, 02, 20, 21  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  
      

01 Generator Inspect O   
  Test O 01, 02, 20, 

21, 05, 14, 26
 

  Service O 01, 02, 20, 
21, 05, 14, 26

 

  Repair O 01, 02, 20, 21  
  Replace O 01, 02,   
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  
      

02 Spot Film Device Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02   
  Repair O 01, 02,   
  Replace O 01, 02  
  Overhaul O 01, 02, 20, 21  
  Rebuild D 01, 02, 04   
      

03 Under-Table Collimator Inspect O   
  Test O 01, 02  
  Service O 01, 02   
  Repair O 01, 02  
  Replace O 01, 02  
  Overhaul O 01, 02, 04  
  Rebuild D 01, 02, 04  

04 Over-Table Collimator Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
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  Repair O 01, 02, 20  
  Replace O 01, 02  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04  
      

05 Automatic Exposure Control Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20  
  Replace O 01, 02  
  Overhaul O 01, 02  
  Rebuild D 01, 02, 04  
      

06 Image Intensifier Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  
      

07 Over-Table Tube Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair D 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul D 01, 02, 20  
  Rebuild D 01, 02, 04, 20  
      

08 Under-Table Tube Inspect O   
  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair D 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul D 01, 02, 20  
  Rebuild D 01, 02, 04, 20  
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09 Table Inspect O   

  Test O 01, 02, 20, 21  
  Service O 01, 02, 20, 21  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  
      

010 Tubestand Inspect O   
  Test O 01, 02, 20  
  Service O 01, 02, 20  
  Repair O 01, 02, 20  
  Replace O 01, 02, 20  
  Overhaul O 01, 02, 20  
  Rebuild D 01, 02, 04, 20  

 


